Introducing simulated IK1 into human iPSC-cardiomyocytes
using dynamic clamp on an automated patch clamp setup
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Introduction

Combining dynamic clamp with APC

Voltage clamp characterization of iPSC-cardiomyocytes

Dynamic clamp is a powerful tool to inject real-time simulated currents into
patch clamped cells1. This has been shown using conventional patch clamp
whereby the inward rectifier current IK1 was introduced into human induced
pluripotent stem cell-derived cardiomyocytes (hiPSC-CMs)2,3. IK1 is expressed at
low levels in these cells4, hence their membrane potential is more depolarized
than that of primary cardiomyocytes4,5, limiting their use in safety pharmacology.
Introducing simulated IK1 into hiPSC-CMs may render them a viable alternative to
scarcely available adult human cardiomyocytes.

n=7
Vhalf = -45 mV

We combined dynamic clamp with an automated patch clamp (APC) platform
to demonstrate that IK1 conductance can be added to up to 4 hiPSC-CMs
simultaneously. This resulted in a stably hyperpolarized resting membrane
potential and more physiological action potential (AP) shape. Increasing IK1
resulted in AP shortening and an acceleration of the upstroke. We could
measure small native Ba2+-sensitive IK1 in voltage clamp mode in approximately
50% of these cells. Adding a Ca2+ channel activator (BayK 8644), or blocker
(nifedipine) caused an increase or decrease of the AP duration, respectively. In
conclusion, combining dynamic clamp with automated patch clamping results
in an enhanced, medium-throughput platform for safety pharmacology.

n = 18
Vhalf = -5.8 mV

Figure 1 Block diagram showing connections between Patchliner, patch
clamp amplifier and dynamic clamp system. From Ref. 6.

Figure 2 hiPSC Cellartis Cardiomyocytes recorded on the Patchliner.
A Na+ currents and average IV plot (B, n = 7). C Ca2+ currents and
average IV plot (D, n = 18). E Raw traces of Ca2+ current (black:
control, blue: nifedipine). F Nifedipine concentration response curve.
Data from Ref. 6.

Effect of injecting simulated IK1 into hiPSC-cardiomyocytes on AP shape and pharmacology

Figure 3 IK1 recorded in Cor.4U cells on the Patchliner. A Example of
a cell with IK1in control conditions (black) and in the presence of
10 μM BaCl2 (red). B Average current-voltage relationship of the
Ba2+-sensitive current (n = 7 cells). C Current traces of an example
cell which does not express IK1 in control (black) and with 10 μM
BaCl2 (red). D Corresponding average current-voltage plot (n = 3
cells) showing no Ba2+-sensitive current. Data from Ref. 6.

Conclusions
• Dynamic clamp is a powerful tool to inject real-time simulated currents into cells
and here we combine the technique with an APC device (Patchliner).
• IK1 was successfully introduced into hiPSC-CMs in multiple cells simultaneously and
effects on RMP and AP duration were comparable to those obtained using
manual patch clamp2,3.
• Ca2+ channel activator, BayK 8644, and blocker, nifedipine, prolonged and
shortened AP duration, respectively, as expected.
• Future goals:
• Fully establish the method on the Patchliner with 4 and 8 channels
simultaneously including further automation of the algorithm to
calculate the amount of IK1 required.

Figure 4 Dynamic clamp used to simulate IK1
conductance on action potentials (APs) of Cellartis
Cardiomyocytes. The simulated IK1 conductance could
replace injected current to achieve a native resting
membrane potential (RMP) of approximately −94mV. The
cells repolarized faster and the AP duration decreased
with increasing IK1 conductance.

• Test effects of the set of drugs defined by CiPA on action potentials
under dynamic clamp.

Figure 5 Action potentials recorded simultaneously after adding
simulated IK1. A APs from 3 cells recorded in parallel on a Patchliner
Quattro. B Simulated IK1 was recorded for each of the 3 cells. Data
from Ref. 6.

Figure 6 A The calcium channel agonist BayK-8644 increased AP
duration while simulated IK1 was added (blue trace). Conversely,
the calcium channel antagonist nifedipine decreased AP
duration (red trace) as compared with control (black trace). In
this experiment, IK1 was injected at 400 pS/pF and RMP was
−94mV. B Average responses from 6 cells showing significantly
increased APD90 after exposure to 1μM BayK-8644 (p < 0.05)
and decreasing APD90 after exposure to 30μM nifedipine. Data
from Ref. 6.

• Upgrade technique to higher throughput devices, e.g. SyncroPatch
384/768PE.
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